Target-controlled liposome amplification for versatile nanopore analysis.
We have reported a versatile nanopore method based on the combination of analyte-controlled liposome signal amplification and the nanopore detection of a reporter molecule, which largely extends the nanopore application range, and easily elevates the nanopore sensitivity to the fM level from the μM level.